HEATHKIT 
SQUARE WAVE GENERATOR 


MODEL SQ-1 


TECHNICAL SPECIFICATIONS 


Power Requirements: 105-125 VAC, 50-60 Cycle, 10 Watts 
Ranges: 100 - 1000 - 10 KC - 100 KC 
Tube Complement: 1 - 6SL7, 1 - 6ACT, 1 - 6V6, 1 - 6X5 
Physical Specifications: 123” Long, 7” High, 72” Deep 


Shipping Weight 13 lbs. Net Weight 11 lbs. 
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